Clinical decisions are often based on the results of third trimester sonograms, particularly with small or large babies and so accuracy of estimating fetal weight (EFW) is essential. There are numerous EFW formula available and yet in Australia no one formula has been recommended for use due to the lack of clinical evidence as to their accuracy. Objectives: 1 To assess inter/intra observer error for fetal parameter measurements with multiple observers. 2 To compare six of the most commonly used EFW formulae and analyse inter/intra formulae variations for different weight range. Method: EFW of 121 pregnancies assessed within 7 days of birth by measuring the BPD, OFD, HC, AC, FL and comparing to actual birth weight. Results: Inter-observer error: 1.3 to 3.1%. Intra-observer error: 1.1 to 1.9% depending on fetal parameter. Accuracy of each EFW formula changed with different weight ranges. For all formulae the highest random error occurred in the macrosomic group. The lowest random error in all weight groups was the Hadlock B formula incorporating the HC/AC/FL (7.7%).
Background to the study achieved an accuracy which enables us to recommend its use".
This ASUM policy statement on normal ultrasonic fetal measurements was released in 1991 then updated in 1996 and again in 2002.
1 Antenatal ultrasound has become one of the clinicians' most important tools for assessing fetal age, growth and wellbeing. Compared with the physical examination of the pregnant uterus the most accurate method for assessing and tracking fetal size and growth is with the use of ultrasound imaging and measuring of the various fetal parameters. Estimating fetal weight (EFW) is an expected adjunct of the third trimester sonogram as clinical decisions to intervene in the timing of the delivery are often based on the ultrasound findings, especially with small or large for gestational age babies, and so any improvement in the reliability of EFW may help improve clinical outcomes.
There is a choice of over 20 EFW formulae on current ultrasound systems with most of these formulae being over 25 years old. The Altman group 2 advised the use of the EFW formula with lowest random error (standard deviation) across the weight ranges but literature reviews 3 have shown this to be difficult as the formulae best suited to identifying the under 1000 g fetus 4 is not the most suitable for predicting a macrosomic baby. The Hadlock group [5] [6] [7] developed at least seven regression models using different combinations of fetal parameters and found the mean deviation from actual birth weight to be a low 0.3 to 0.4% for all of their formulas but the standard deviations varied with the AC/HC being the least accurate at 9.1% compared with the AC/FL at ± 8.2%, BPD/AC/FL at ± 7.7%, HC/AC/FL at ± 7.6% and BPD/HC/AC/FL with a ± 7.5% standard deviation. When divided into weight ranges the accuracy for each formula within each group changed and this led Hadlock to advocate the use of the HC/ AC/FL formula. The accepted accuracy, or margin of error, between estimated and actual birth weight is ± 15%. 8 The accuracy of any ultrasonic fetal weight formula is dependent on its 95% confidence limit. For example, one of the more popular formulas is the Hadlock HC/AC/FL where the 95% confidence limit is ± 15% and so it is expected that 95% of actual birth weights will be within ± 15% of the predicted birth weight. It has been claimed 8 that the more parameters included in the weight formula, the more accurate they are but this is influenced by the accuracy of the measurements of the various parameters used in the equation. The best example of this is the use of one of the earliest fetal weight charts, that of Campbell and Wilkins, 9 which relied solely on the fetal abdominal circumference measurement in the equation. Apart from correct image plane another error factor was the reliance of a digital map measurer to trace the circumference from a polaroid image similar to the method used by other early researchers such as the Hadlock, Deter and Shepard groups. 5, 10, 11 The formula by Hadlock, et al. which used only the abdomen has a 95% confidence limit of ± 22%, which is too great for clinical use as compared with the other Hadlock group formulae of head and abdomen, resulting in ± 18%, abdomen and femur ±16% and head, abdomen and femur with a ± 15% confidence limit. Most fetal weight formulae are based on the presumption of normal fetal growth and do not take into consideration the factors attributing to either a growth restricted or macrosomic (> 4000 g) fetus. This led many authors to question the accuracy of fetal weight estimations, particularly for prediction of macrosomia.
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The differing abdominal circumference of a normal fetus and one affected by gestational diabetes is a prime example where it is claimed there is a distinction between weight prediction in diabetic and non diabetic pregnancies with the difference in the 95% confidence limit for formulas that utilise head, abdomen and femur being ± 24% for diabetic compared with ± 15% in normal pregnancies. A retrospective study by Parry, et al. 13 showed a 42% false positive rate for predicting macrosomia with ultrasound, as for birthweights between 3500 g and 4000 g only 24% of pregnancies were correctly identified as being non-macrosomic. Another retrospective study by Rouse and Owen 14 showed that ultrasound of 100 pregnancies identified 16 macrosomic fetuses of which only seven were actually greater than 4000 g at birth.
As mentioned in the ASUM statement, in Australia no one formula has been recommended for use across the entire gestation / birth weight range due to the lack of clinical evidence as to their accuracy. 15 Analysing the possible reasoning for this it would appear that obtaining the correct imaging plane for measuring the various fetal parameters used in the EFW formula is one of the main problems. These fetal parameter measurements may impact on the outcome of a pregnancy and so it is therefore essential they be performed in a consistent and reproducible way.
16 The variations seen in fetal weight estimations on the same fetus could be due to intra/interobserver error.
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studies have analysed inter/intraobserver variations in fetal parameter measurements 18, 19 which highlight the importance of accuracy and reproducibility. The abdominal circumference has been described by many authors 16, 20, 21 as being the most difficult of all the fetal parameters, especially in the third trimester, as it is the measurement most likely to be inaccurate and yet is one of the most essential for inclusion in a fetal weight formula. From 30 weeks gestation the abdominal circumference expands from 262 mm by around 10 mm per week to be 362 mm at 40 weeks and so if suspecting either growth restriction or macrosomia an incorrect imaging plane combined with a measuring error can cause serious consequences and if these errors continue at subsequent examinations the errors may be compounded.
are increasing, and with this increase in weight comes a rise in intervention rates 22 and so best clinical outcomes will rely heavily on identification of the large or macrosomic baby with accurate estimation of fetal weight. The plethora of problems for assessing fetal size, growth and estimating birth weight was succinctly described in a review of Australian charts for assessing fetal growth by Hui 3 who commented that while different practices use different standards and charts to report on fetal size and growth, erroneous conclusions and inappropriate management decisions will be made.
Objectives
The objectives of this study were: 1 To assess inter/intra observer error for fetal parameters measurements used for estimating fetal weight in the third trimester 2 To compare the most commonly used EFW formulae and analyse inter/intra formulae variations for different weight ranges 3 To compare random error (standard deviation) and percentage mean birth weight deviation for each formula and birth weight range 4 To determine which EFW formula best reflects clinical outcomes.
Methodology
Approval and clearance for this study was obtained from relevant Area Health and hospital departments.
Fetal parameters -inter/intraobserver:
The imaging planes and fetal parameter measuring methods used in this study for estimating fetal weight are those recommended by ASUM. 3634 g ± 302 g) -Birth weights grouped to < 3000 g (mean 2812 ± 156 g), 3000-3500 g (mean 3348 ± 183 g), 3500-4000 g (mean 3791 ± 201 g) and > 4000 g (mean 4073 ± 149 g) -Using a variation of parameters and fetal weight regression formula, the resultant EFW was compared with the actual birth weight of 121 subjects -Mean deviation between predicted/actual weight calculated for each formula in each birth weight group and expressed as a percentage of actual weight ± standard deviation (random error) -The percentage deviation (predicted weight -actual weight/actual weight x 100) and average random error calculated across entire weight range -Analysed inter/intra formula for different weight ranges -Compared results with 1984 study by Hadlock's group.
Results

Fetal parameter imaging planes and measurements
In agreement with early researchers the imaging plane for the abdominal circumference was the fetal parameter most difficult to reproduce by operators. Due to the advanced gestation none of the operators obtained a complete abdominal outline on any of the fetuses due to fetal lie and shadowing from bones. Transducer pressure changed the shape of the abdomen thus varying the ease of measurement. The femur length measurement was more reproducible if the recommended imaging plane was used. Once the femur was at more than 30° to the horizontal the measurements became more variable. Measuring the 38-week fetus was difficult due to a dolichocephalic head lying low in the maternal pelvis and highlighted the importance of the cephalic index when estimating fetal weight. The CI = (BPD/OFD) x 100% (normal range 73.9-82.7). If the CI is not within the normal range do not use an EFW formula that incorporates the BPD.
Fetal parameters -inter/intraobserver
The intra/interobserver error for each of the fetal parameters used for estimating fetal weight is shown in Table 2 . There are two components to estimating fetal weight. The first involves scanning the subject to obtain the correct imaging plane for measuring the fetal parameters used in the EFW formula and the second is the actual measuring of the parameter. Three of the five observers imaged and measured the various fetal parameters while another two measured recalled images obtained by another observer. It was evident that edge perception was more difficult when the operator had not actually obtained the image as this was reflected in the measurements, particularly the abdominal circumference. The comparison studies in Table 2 Table 2 Graph 1
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mid trimester while this study required the measuring of three late pregnancies with the results averaged for both inter and intra observer.
EFW formula comparison
Comparison of the six most popular EFW formulae ( Table 1) Using a variation of parameters and fetal weight regression formula, the resultant estimated fetal weights from the 121 pregnancies were compared with the actual birth weight. The mean deviation between predicted and actual weight was calculated for each formula and expressed as a percentage of actual weight ± standard deviation (random error). Table 3 shows how each EFW formula performed in the various weight ranges. The acuracy of each formula changed with different weight ranges. For all formulae the highest random error occurred in the macrosomic group. The lowest random error in all weight groups was the Hadlock B formula incorporating the head and abdominal circumference and femur length. This was followed by Hadlock C formula, which added the BPD to the HC, AC and femur. The least accurate formula was the AC/BPD of the Shepherd group, particularly for the low birth weight range.
A comparison with the 1984 study of Hadlock, et al. (Table 4 ) shows the standard deviation to be higher in all but one formula. The standard deviations varied, with the Shepherd AC/BPD and Hadlock HC/AC being the least accurate in both studies with standard deviations of 9.1% and 9.3%. The margin of error (95% confidence limit) is drawn from the literature.
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Discussion
All of the formulae used in this study assume normal fetal growth and do not make allowances for the growth restricted/ diabetes affected fetus. As mentioned by Doubilet 13 in pregnancies affected by diabetes the confidence limit increases in formulae incorporating abdominal circumference due to possible asymmetric growth. With the higher incidence of gestational diabetes mellitus seen in our ethnic population (15% for Asians versus 4% for Caucasians) it is important to look at the various fetal parameter ratios, in particular the AC/HC ratio. The integrity of EFW formula incorporating a BPD but no HC are at risk of inaccuracy due to variations of head shape such as doliocephaly. This is especially seen in the third trimester and while head volume will not change, head moulding may distort the BPD and therefore the EFW so it is suggested that measuring the OFD and assessing the cephalic index be added to all practice protocols.
Another important factor is ethnicity. * % deviation = predicted weight-actual weight/actual weight x 100. # average standard deviation across weight range Table 4 associated with macrosomia (> 4000 g) in a Caucasian woman may appear in a Chinese pregnancy at a lower birth weight. When incorporated into an EFW formula the Chinese fetus may be wrongly classified as small for gestational age even though it is the correct size for its ethnicity. Quality control in medical ultrasound begins in the individual practice with the implementation of protocols and ensuring ongoing operator training. This quality control in clinical practice will help improve clinical out comes. Hui 3 stressed the importance of report consistency with the same biometry and weight charts used on all systems, reporting the percentile band for each fetal parameter and plotting fetal growth. Current model ultrasound systems usually give the option of adding various parameter ratios and percentiles to report pages, which will assist in supplying more information if planning pregnancy intervention.
There are two reliable EFW formulas, both giving low deviations from actual birth weight and with low random error of 7.7 and 7.9% across the weight ranges. The Hadlock group formula B with HC, AC and FL and the Hadlock C formula with BPD, HC, AC and FL both fit the criteria of Altman, et al. 
